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4.00 To 20.00 mAOutput Range-0.16 To 0.16Tol Unit Out-1.00 To 1.00Tolerance%

0.00 To 100.00 psiInput Range-1.00 To 1.00Tol Unit InCertificate No

10/2014Next Due Date:1 DaysIntervalUnitsTolerance Typ

Class 01ClassPlantManufacturer

ModelSerial NoP/14/45/0001Work Order

ServiceSafety

LocationSOP 01SOP

Pressure TransmitterDescriptionInstrument 01Tag

Ref Type/s Used

Due Date

Traceability

Certificate No

Serial No

Accuracy

Function

Description

Tag

Reference#4Reference#3Reference#2Reference#1Stand Equip

Output MPE-Output MPEErrorReadingInputCal. Points

Calibration Values (Before)

0.16-0.160.00

0.16-0.1650.00

0.16-0.16100.00

Output MPE-Output MPEErrorReadingInputCal. Points

Calibration Values (After)

0.16-0.160.00

0.16-0.1650.00

0.16-0.16100.00

Tasks

Entry Comments

Setup Comments

Acceptance Comments

YesNoFailed By UserNoYesLabels Updated

DateConducted By

DateAccepted By

Gen2 Pharmaceuticals


